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Introduction 


Breast  cancer  is  the  second  most  common  female  malignancy  in  the  United  States.  The  ability  to 
detect  malignancies  in  their  earliest  stages  is  of  tremendous  importance.  Early  detection  has  been 
shown  to  increase  likelihood  of  survival  [1,2]  and  to  reduce  the  risk  of  disease  recurrence  [3  - 
6].  However,  early  detection  continues  to  be  a  significant  diagnostic  challenge  and  thus  remains 
the  focus  of  attention  of  a  number  of  medical  research  groups. 

Well-established  detection  techniques,  most  notably  mammography,  remain  limited  in  their 
sensitivity  to  small-volume  disease.  Though  mammography  has  been  of  great  importance  for 
detection  of  breast  malignancies,  many  tumors  have  evaded  detection  by  this  method  largely  due 
to  its  limited  contrast.  The  technique  is  particularly  hampered  by  background  interference  such 
as  increased  tissue  density  or  scarring  from  prior  surgery.  Functional  imaging,  which  includes 
Magnetic  Resonance  Imaging  (MRI)  and  Positron  Emission  Tomography  (PET),  has  been  used 
as  a  compliment  to  anatomical  imaging  and  has  shown  significant  potential  to  image  functional 
characteristics  of  tumors  [7].  However,  the  high  cost  and  complex  operational  logistics  of  these 
modalities  may  limit  their  practicality  for  use  in  large-scale  screening  studies. 

An  additional  parameter  that  plays  a  vital  role  in  breast  cancer  detection  is  the  ability  to  detect 
specific  disease  signatures  based  on  the  molecular  profile  of  the  disease.  Molecular  imaging,  i.e., 
imaging  of  cellular  and  sub-cellular  processes  that  are  associated  with  molecular  onset  and 
evolution  of  disease,  can  lead  to  increased  sensitivity  and  specificity  and  can  improve  the  overall 
performance  of  a  diagnostic  study.  Improved  specificity,  based  on  the  detection  of  molecular 
profiles,  can  lead  to  the  overall  reduction  in  unnecessary  biopsies,  which  are  associated  with 
increased  healthcare  costs  and  patient  distress,  and  thus  can  lead  to  personalized  medicine.  It  is 
foreseen  that  such  methods  will  help  optimize  therapeutic  strategies  and  will  enable  the  effects  of 
treatment  to  be  more  closely  followed  in  time  scales  of  hours  or  days  instead  of  the  longer 
timeframe  of  weeks  or  months  that  is  the  current  standard  for  on  anatomical  imaging  methods. 
Some  of  our  recent  review  articles  [8,  9]  provide  more  detailed  discussions  of  molecular  imaging 
in  general,  and  one  of  our  recent  studies  [10]  demonstrates  the  ability  of  optical  imaging  to 
monitor  disease  behavior. 

Optical  methods  have  emerged  as  economic,  safe,  and  effective  alternatives  for  functional 
imaging.  Diffuse  Optical  Tomography  (DOT)  has  been  developed  for  imaging  of  breast  cancers 
because  of  its  ability  to  non-invasively  quantify  oxy-  and  deoxy-hemoglobin  concentrations, 
which  can  be  used  to  characterized  angiogenesis  and  hypoxia  [1 1-15],  In  addition,  DOT  has  been 
used  in  combination  with  MRI  to  detect  tumors  based  on  the  extrinsically-administered  contrast 
agent  Indocyanine  Green  (ICG)  that  marks  angiogenesis  and  permeability.  However,  these 
markers,  though  they  enable  DOT  to  effectively  image  well-developed  tumors,  are  not  ideal  for 
detection  of  the  earliest  stages  of  disease.  Consequently,  while  DOT  may  certainly  be  a  useful 
tool  for  evaluating  larger  tumors,  a  more  effective  optical  modality  is  needed  for  early  detection. 
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Fluorescence  Molecular  Tomography  (FMT)  is  a  relatively  new  optical  tomographic  imaging 
approach  that  capitalizes  on  the  strengths  of  molecular  imaging.  It  bases  detection  on  specific 
molecular  signatures,  using  highly  targeted  fluorescent  probes,  rather  than  on  anatomical  or 
functional  changes  within  tumor  microenvironments.  This  approach  yields  a  shift  in  the 
radiological  paradigm  that  has  traditionally  focused  on  anatomy  and  physiology  [16].  Unlike 
DOT,  FMT  can  three-dimensionally  resolve  protein  expression,  protease  activity,  receptor 
regulation,  and  similar  molecular  markers  that  play  vital  roles  in  carcinogenesis.  It  has  been 
demonstrated  in-vivo  that  NIR  photons  can  penetrate  more  than  12  centimeters  into  the  breast, 
and  that  fluorochromes  accumulating  in  small  tumors  are  detectable  through  the  human  breast 
[17].  We  have  previously  shown  that  FMT  is  capable  of  resolving  phantoms  placed  less  than  1 
mm  apart  [18],  and  the  sensitivity  of  this  technology  has  been  predicted  to  be  adequate  for 
detection  of  human  breast  lesions  smaller  than  5  mm  [19].  More  recently  it  has  been  shown  that 
the  technique  can  visualize  apoptosis  as  a  response  to  treatment  [10].  Furthermore,  because  non¬ 
ionizing  radiation  is  used,  the  technology  allows  for  repeated  imaging  for  screening  or 
monitoring  of  disease.  FMT  thus  holds  great  promise  for  early  detection  of  breast  malignancies. 

At  the  time  of  our  grant  proposal,  several  elegant  targeted  fluorescent  probes  had  already  been 
developed  [20-22]  for  use  with  optical  methods  such  as  FMT.  Among  the  most  notable  of  these 
were  the  so-called  “smart”  probes  (also  termed  “activatable  probes”),  which  are  optically  silent 
until  they  interact  with  a  specific  enzyme,  such  as  a  protease,  which  then  activates  the  probe, 
converting  it  to  a  brightly  fluorescent  state  [20].  These  probes  are  powerful  not  only  because  of 
their  specificity  for  cancer-associated  enzymatic  activity,  but  also  because  they  significantly 
minimize  background  levels  and  exhibit  several-fold  amplification  of  fluorescence  upon 
activation,  enabling  dramatic  improvements  in  signal-to-noise  contrast.  Because  activatable 
probes  fluorescence  only  in  the  presence  of  specific  tumor  phenotypes,  they  can  easily  be 
localized  and  quantified  against  a  virtually  “dark”  background,  allowing  for  highly  sensitive  and 
specific  detection. 

Our  proposal  described  using  a  smart  probe  that  is  activated  by  major  cathepsins,  which  are 
members  of  the  cysteine  family  of  proteases  and  play  a  central  role  in  tumorigenesis  and  matrix 
invasion  [23-26].  For  example,  it  has  been  demonstrated  that  high  levels  of  cathepsin  B 
expression  correlates  positively  with  aggressive  behavior  and  progression  of  human  tumors  and 
negatively  with  patient  survival  [23].  We  therefore  chose  to  evaluate  the  performance  of  this 
probe  for  imaging  breast  cancer  development  and  progression. 

Until  the  study  was  supported  by  this  grant,  in-vivo  imaging  of  such  probes  were  limited  to  basic 
feasibility  studies,  generally  involving  imaging  of  xenographic  implants  in  nude  mice.  Generally, 
it  was  unknown  how  early  in  disease  progression  such  probes  could  be  used  to  reliably  detect 
malignancies,  as  the  in-vivo  sensitivity  limits  of  FMT  have  not  been  rigorously  explored.  The 
goals  of  our  proposal  were  primarily  (1)  to  develop  and  optimize  optical  technology  for  highly 
sensitive  detection;  and  (2)  to  evaluate  the  early-detection  limits  of  FMT  by  conducting  a  blind 
screening  study  of  transgenic  mice  that  develop  spontaneous  tumors  of  the  mammary  fat  pad, 
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closely  mimicking  the  natural  development  and  progression  of  human  breast  cancer.  We 
proposed  developing  imaging  tools  designed  to  systematically  reduce  background  noise  levels 
and  to  improve  fluorochrome  localization  and  quantification.  The  study  was  designed  to 
investigate  screening  efficacy  and  to  predict  sensitivity  limits  of  human  breast  cancer. 

The  hypothesis  of  this  proposal  is  that  highly  sensitive  fluorescence  imaging  (tomosynthesis)  of 
molecular  contrast  will  enable  earlier  detection  of  breast  tumors  based  on  signals  associated  with 
tumor  growth  and  matrix  invasion.  We  predicted  that  this  technology  could  achieve  high 
detection  specificity. 

Our  study  had  three  major  goals: 

Aim  1 .  To  develop  appropriate  photon  illumination  and  detection  strategies  and  reconstruction 
methods  for  highly  sensitive  fluorescence  detection  and  quantification. 

Aim  2.  To  utilize  optimal  photon  technology  from  Aim  1  to  study  in-vivo  detection  of 
spontaneous  disease  in  transgenic  mice  and  to  follow  local  disease  progression  and  distant 
metastases. 

Aim  3.  To  translate  the  animal  study  findings  into  clinically-relevant  detection  schemes. 

The  first  of  these  aims  was  designed  to  find  an  optimal  illumination  technology  and  processing 
method  in  order  to  obtain  the  highest  detection  sensitivity  of  fluorochromes  in  tissues.  We 
proposed  investigating  limited  angle  projections  versus  multi-angle  illumination,  planar 
illumination,  and  transillumination  schemes. 

The  second  aim  focused  on  the  clinical  relevance  of  FMT.  We  proposed  a  screening  study 
involving  transgenic  mice  that  spontaneously  develop  breast  tumors.  Our  interest  was  and 
continues  to  be  primarily  (1)  to  characterize  detection  capacity  as  a  function  of  disease 
progression  and  tumor  growth;  and  (2)  to  quantify  fluorescence  concentration  in-vivo  and 
determine  whether  it  correlates  with  tumor  expression  profiles.  This  screening  study  would 
enable  us  to  establish  early-detection  limits. 

The  third  aim  was  to  translate  the  copious  data  acquired  from  exploring  the  first  two  aims  into  an 
evaluation  of  the  clinical  feasibility  of  FMT  for  early-detection  of  breast  cancer. 

In  the  grant  proposal  we  presented  a  timeline  for  accomplishing  our  primary  aims  for  years  1-3 
of  the  study  (Table  1). 
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Table.  I  Overview  of  aims  and  time  line 


Year  01 

Year  02 

Year  03 

Aim  1:  Method  Development  &  Optimization 

•  Construction  of  4-mode  imaging  chamber 

X 

•  Developing  imaging  algorithms 

X 

•  Optimizing  imaging  parameters  with  phantoms 

•  Optimize  imaging  parameters  with  orthotopic  mouse  model(s) 

X 

X 

Aim  2:  In  vivo  Screeninq  study 

•  Establish  appropriate  transgenic  mouse  model(s) 

•  Breed  and  screen  mice  for  early  detection  of  tumors 

X 

X 

X 

•  Study  local  and  distant  disease  progression. 

X 

X 

Aim  3:  Clinical  translation 

*  Construction  of  breast-Uke  phantoms 

X 

X 

•  Experiments  with  phantoms 

X 

•  Simulations 

X 

To  date,  we  have  not  only  met,  but  also  exceeded  the  goals  for  year  2,  and  we  have  also  made 
significant  progress  in  reaching  the  goals  for  year  3.  The  following  sections  provide  a  detailed 
evaluation  of  our  progress. 


Quick  Glimpse  At  The  Achievements  of  Last  Year 

We  successfully  completed  construction  of  a  4-mode,  integrated  illumination/detection 
small  animal  imaging  system.  A  schematic  of  which  is  presented  in  Figure  1.  This  system  is 
based  on  a  previously-reported  scanner  [18]  with  key  advancements  to  accommodate  all  four 
illumination  schemes  that  were  described  in  the  grant  proposal,  namely  reflectance  imaging, 
transillumination,  tomosynthesis,  and  tomography: 


Reflectance  Imaging  The  illumination  branch  (Figure  1,  f,  g)  illuminates  the  animal  through  the 
chamber  window,  and  reflected  intrinsic 
or  fluorescence  photons  are  recorded  on 
the  CCD  using  band-pass  fdters.  Figure 
2  presents  intrinsic  and  fluorescence 
reflectance  images  of  a  mouse  with  two 
subdermal  tumors  within  the  mammary 
fat  pads, 


Trans  illumination .  In  this  mode,  each  of 
the  46  source  fibers  directed  toward  the 
back  of  the  imaging  chamber  (Figure  1, 
e)  is  sequentially  switched  on  and  the 
transmitted  pattern  is  filtered  with 
appropriate  intrinsic  or  fluorescence 
band  pass  filters,  and  photons  are 
recorded  on  the  CCD  camera.  The 


Figure  1 FMT  imaging  system. 
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resulting  images  are  added  together  to  create  a  composite  image,  which  is  geometrically  similar 
to  an  X-ray  mammogram.  The  fluorescence  composite  image  may  also  be  divided  by  the 
intrinsic  composite  image  to  generate  a  normalized  image,  which  significantly  reduces  sensitivity 
to  background  heterogeneity  and  thus  provides  a  more  accurate  image.  In  the  second,  year  we 
have  further  upgraded  this  system  in  a  fiber-free  implementation  by  using  motor  stages  to 
translate  a  single  optical  fiber  emitting  light  focused  on  the  animal  surface,  thus  implementing 
significantly  higher  illumination  versatility. 

Tomosynthesis,.  In  year  1  we  made  significant  progress  with  implementing  limited  angle 
projection  FMT,  the  equivalent  of  FMT  tomosynthesis.  For  this  approach  data  is  gathered  in  the 
same  manner  as  in  the  transillumination  approach;  however,  unlike  transillumination, 
tomosynthesis  involves  applying  algorithms  to  the  data  that  solve  a  volume  integral  equation 
relating  spatially-distributed  fluorochrome  concentrations  (in  physical  units)  to  the 
transillumination  measurements.  This  offers  more  accurate  quantification  compared  to 
transillumination. 


Tomography,.  To  achieve  superior  imaging  performance  it  is  important  to  illuminate  using  a  large 
number  of  projections  and  detect  signal  around  the  animal,  similarly  to  other  tomographic 
techniques  such  as  X-ray  CT,  PET  or  SPECT.  For  this  reason  we  have  implemented  the 
rotational  device  (Figure  1,  m)  which  rotates  the  object  of  interest  in  front  of  the  illumination 
path  and  CCD  camera  to  implement  a  number  of  projections.  In  this  mode  data  can  be  collected 
in  360°  projections  and  offer  true  three-dimensional  tomographic  imaging. 


Software  In  the  first  year  we  also  gained  considerable  ground  in  way  of  tomographic  algorithms. 


In  particular,  we  developed  imaging 
algorithms  for  transillumination  as  well  as 
advanced  background  fluorescence 
subtraction  techniques  (reported  in  reportable 
outcomes).  We  also  evaluated  algorithms  for 
robust  imaging  within  highly  heterogeneous 
backgrounds,  suitable  for  in-vivo  imaging. 
Lastly,  we  adapted  algorithms  already 
designed  for  tomosynthesis  to  complete- 
projection  imaging.  Through  implementation 
of  several  phantom  studies,  we  then  evaluated 
the  developed  algorithms  in  order  to  assess  the 
overall  performance  of  the  method.  Bearing 
our  future  goals  in  mind,  we  specifically 
constructed  highly  heterogeneous  phantoms 
(of  solid  and  liquid  diffusive  media),  intended 
to  best  simulate  the  varying  optical  properties 
that  are  likely  within  breast  tissue. 


Figure  2:  Intrinsic  (left)  and  fluorescence 
(right)  reflectance  images  of  a  mouse  with  two 
HT1080  subcutaneous  tumors  (red  arrows  in 
right  image).  The  liver  is  indicated  with  a  white 
arrow.  The  mouse  was  injected  with  2  nmol  of  a 
cathepsin-activatable  probe  24  hours  prior  to 
imaging. 
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Imaging  studies  Significant  progress  was  achieved  with  in-vivo  imaging.  A  total  of  16  mice 
resulted  through  our  controlled  breedings  and  were  subsequently  subjected  to  imaging  of  tumor 
growth.  In-vivo  imaging  further  enabled  the  optimization  of  imaging  (reconstruction)  parameters 
and  experimental  refinement  necessary  for  full  completion  of  the  large-scale  screening  study 
within  the  allotted  time,  as  originally  stated  in  the  grant  proposal.  An  example  of  tomographic 
imaging  performed  in  year  1  is  shown  in  Fig  3. 


Figure  3:  A  mouse  imaged  prior  to  visible  manifestation  of  tumors  and  subsequently  imaged  on  a 
weekly  basis  to  follow  tumor  growth  from  3  mm  to  6  mm  in  diameter.  The  mouse  was  injected  via  tail- 
vein  with  2  nmol  of  a  cathepsin-activatable  NIR  probe  24-hours  prior  to  each  imaging  session. 
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Body 

We  have  completed  all  of  the  goals  set  for  the  first  2  years  of  our  investigation,  which 
encompasses  all  of  Aims  1  and  2  and  a  small  portion  of  Aim  3.  While  Aim  1  was  fully  achieved 
in  year  1,  the  following  is  a  detailed  description  of  accomplishments  and  reported  outcomes 
achieved  over  the  past  year: 

Aim  2.  To  utilize  optimal  photon  technology  from  Aim  1  to  study  in-vivo  detection  of 
spontaneous  disease  in  transgenic  mice  and  to  follow  local  disease  progression  and  distant 
metastases. 

While  imaging  of  disease  progression  was  established  in  year  1,  in  this  year  we  have  further 
solidified  our  ability  to  in-vivo  image  cancer  with  improved  accuracy  and  imaged  a  total  of  25 
animals  as  described  in  the  following: 

A2.1:  Transgenic  mouse  models 

We  have  established  our  own  MMTVneu  transgenic  mouse  colony  (c-neu  oncogene; 
strain  name  FVB/N-TgN(MMTVneu)202Mul,  Jackson  Laboratory,  Bar  Harbor,  Maine)  In  this 
model,  the  mouse  mammary  virus  tumor  (MMTV)  promoter  directs  expression  of  the  c-neu 
oncogene  to  the  mammary  fat  pads.  The  model  was  originally  reported  to  develop  mammary 
tumors  in  50%  of  females  by  89  days,  but  ultimately  there  is  90%  penetrance  by  5-6  months.  The 
major  reason  of  establishing  a  colony  we  are  eliminating  all  availability  issues  that  may  arise 
when  requesting  such  a  popular  transgenic  strain  from  an  outside  supplier,  expediting  the 
progress  of  our  intended  studies. 

Expansion  of  Animal  Sources 

We  are  also  currently  receiving  retired 
breeder  females  that  we  requested  from  the 
existing  colony  at  Jackson  Laboratory.  Many  of 
these  females  are  already  of  age  for  spontaneous 
tumor  development.  These  animals  will  provide 
for  immediate  data  collection  and  avoidance  of 
any  unnecessary  downtime  while  awaiting  tumor 
development  among  females  of  our  own  colony. 

Lastly,  upon  securing  a  second  source  of  the 
MMTVneu  strain  from  another  “in  house” 
investigator,  we  have  received  and  genotyped 
(Figure  4)  10  additional  females.  Now  nearly  4 
months  old,  we  anticipate  imaging  any  developing 
tumors  even  sooner  than  originally  expected. 


Figure  4:  Agarose  gel  displays  results  of 
genotyping  of  MMTVneu  transgenic  females.  PCR 
was  performed  using  primers  designed  specifically 
for  the  rat  Her-2/neu  oncogene.  The  appropriate  600- 
700  bp  neu  transgene  is  present  in  all  animals 
received. 
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Diversijication  into  Human  Cell  Lines 

Intent  upon  generalizing  our  findings  on  breast  cancer  as  it  occurs  in  women,  we  have 
expanded  and  diversified  the  animal  models  utilized  in  order  to  investigate  a  small  number  of 
xenograft  models  of  human  cancer  cell  lines.  We  are  convinced  that  the  potential  for  variation  in 
way  of  prognostic  biomarkers,  receptor  expression  and  general  cellular  profiles  introduced 
through  the  use  of  different  human  cancer  cell  lines  will  prove  invaluable  in  best  depicting  the 
lesions  that  typify  human  breast  cancer.  Thus,  we  have  begun  orthotopic  injections  of  human 
cell  lines:  MDA-MB-231  and  MDA-MB-435s,  representing  breast  adenocarcinoma  and 
mammary  ductal  carcinoma  respectively.  In  this  way  we  have  broadened  our  base  for  in  vivo 
imaging  (as  outlined  in  Aim  2)  allowing  for  more  extensive  evaluation  of  local  as  well  as  distant 
disease  progression.  For  instance,  the  highly  invasive  and  estrogen  independent  MDA-MB-23 1 
line  should  contrast  well  with  the  notably  poorer  metastatic  potential  of  MDA-MB-435s  type 
carcinoma.  We  have  performed  orthotopic  injection  of  5  athymic  (nu/nu)  mice  to  date  and  in 
year  3  we  will  investigate  imaging  performance  in  this  case  as  well.  The  inclusion  of  such 
xenograft  models  might  permit  us  to  evaluate  not  only  the  detection  capacity  but  importantly  the 
ability  to  evaluate  the  effectiveness  of  targeted  therapies  in-vivo.  For  instance,  given  the  high 
COX-2  expression  of  the  MDA-MB-23 1  cell  line,  treatment  with  an  appropriate  inhibitor  could 
provide  the  opportunity  for  subsequent  observation  of  matrix  metalloproteinase  (MMP)  or  serine 
proteinase  expression  levels.  Such  investigation  strives  to  meet  the  need  for  clinical  propagation 
of  this  technology  for  identifying  better  clinical  endpoints  in  monitoring  the  efficacy  of  drugs 
intended  to  block  enzymatic  function  and  serine  proteases  in  vivo  within  the  intact  tumor 
environment. 

A2.2:  Multi-spectral  imaging 

An  important  feature  that  was  enabled  in  this  year  2  of  the  development  was  the  ability  to 
perform  dual  wavelength  imaging.  While  technologically  straightforward,  this  development  has 
significant  biomedical  application,  since  it  allows  the  ability  to  simultaneous  resolve  and 
differentiate  probe  bio-distribution  and  activation.  The  ability  to  simultaneously  monitor 
different  functional  and  molecular  characteristics  in  vivo  can  offer  complementary  information 
and  significantly  improve  the  accuracy  of  the  findings.  This  can  be  achieved  by  elucidating 
coupled  pathways  at  the  cellular  and  sub-cellular  level.  This  is  a  significant  development  over 
the  first  year,  and  it  is  not  customarily  applied  in  in-vivo  studies,  as  described  in  more  detail  in 
the  following: 

Technical  developments 

The  overall  design  is  based  on  the  system  shown  on  Figure  1.  This  design  achieves  high- 
spatial  sampling  of  photons  that  propagate  through  the  animal  in  trans-illumination  mode  and 
uses  now  a  motorized  single  fiber  using  translational  stages  to  trace  a  user  programmable  source 
pattern  and  offers  high  flexibility  in  the  field  of  view  implemented.  Dual  wavelength  capability 
was  achieved  by  the  addition  of  an  additional  laser  and  set  of  filters.  The  selection  of  the 
wavelengths  was  done  based  on  the  commercial  availability  of  efficient  fluorescent  dyes.  We 
selected  illumination  at  671nm  and  748nm  to  illuminate  popular  fluorochromes  that  are 


11 


commercially  available  and  are  typically  used  in  the  synthesis  of  fluorescent  probes,  for  example 
the  Cy5.5  dye  (Amersham,  Piscataway,  NJ)  or  AlexaFluor  680  dye  (Invitrogen,  Carlsbad,  CA) 
for  the  671  wavelength  and  AlexaFluor  750  dye  (Invitrogen,  Carlsbad,  CA)  748nm.  Illumination 
in  both  cases  was  performed  with  CW  laser  diodes  (B&W  Tek,  Newark,  DE)  which  are  time- 
multiplexed  using  a  2x1  channel  optical  switch  Fig.l(ix)  (DiCon  FiberOptics,  Berkeley,  CA). 
The  output  of  this  switch  is  connected  to  the  motorized  fiber  and  its  output  is  focused  on  the 
animal  surface.  Photon  detection  is  based  on  a  512x512  element  cooled  CCD  camera 
fig:SetupFigure  l(iii)  (Roper  Scientific,  Trenton,  NJ)  coupled  to  a  AF  Nikkor  35mm,  f/2.8D  lens 
(Nikon,  Melville,  NY)  which  is  focused  on  the  chamber's  detection  window.  The  CCD  detector 
offers  quantum  efficiency  of  60%  or  better  for  the  spectral  region  of  370nm  to  830nm  and 
therefore  it  is  well  suited  for  multi-spectral  application  in  the  NIR. 

Filter  selection  and  system  characterization 

3-cavity  band-pass  (Andover  Optics,  Salem,  NH)  and  long-pass  filters  (Omega  Optics, 
Brattleboro,  VT)  were  used  to  effectively  block  excitation  light  an  minimize  cross-talk  between 
fluorescent  dyes  while  maximizing  transmission  at  the  selected  wavelengths.  Filters  were  also 
used  for  the  excitation  wavelengths.  Laser  diode  signals  were  pre-conditioned  with  a  67 IDF  10 
bandpass  filter  (Omega  Optics,  Brattleboro,  VT).  Pre-filtering  the  laser  to  remove  unwanted 
wavelengths  and  harmonics  improved  cross-talk  by  a  4  fold  decrease.  Excitation  measurements 
were  performed  through  bandpass  filters  (Andover  Optics,  Salem,  NH).  Emission  data  was 
collected  through  a  combination  of  a  long  pass  and  band  pass  filter  (Longpass  filter:  695nm, 
bandpass  710nm  +/-20nm  for  the  Cy5.5  measurements  and  longpass  filter:  770nm  and  bandpass 
at  800nm  +/-  20nm  for  AF750  based  measurements) 

We  performed  extensive  characterization  of  the  separation  ability  of  this  system.  A 
related  result  based  on  experimental  phantom  measurement  is  shown  in  Fig.  5  .  The  figure  shows 
two  tubes  placed  in  the  system  imaging  chamber  and  photographed  before  the  addition  of 
intralipid  with  optical  properties 
simulating  those  of  the  human  breast 

tissue.  The  left  tube  contained  250nM  ^ 

of  the  Cy5.5  dye  (emission  max: 

690nm)  and  500nM  of  the  AF750  dye 
(emission  max:  770nm).  The  right  tube 
contained  500nM  of  Cy5.5.  and 
250nM  of  AF  750.  The  fluorescence 

of  the  tubes,  when  imaged  with  the  ^ p 

dual  wavelength  FMT  system  clearly 
shows  the  1:2  and  2:1  ratios  when  the 
tubes  are  imaged  at  the  Cy5.5  (top 

row)  and  AF750  channels  (bottom  Flat  FRI  FMT 

row)  as  shown  in  the  middle  column  pjou re  5:  Separation  of  fluorochromes  at  different  wavelengths 
marked  FRI  .  Finally,  FMT  images  using  the  dual  wavelength  system  developed  in  year  2.  (see  text  for 

details) 
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performed  after  the  tubes  were  immersed  in  a  highly  diffusive  fluid  also  demonstrated  the  same 
separation.  In  all  cases  the  cross-talk  between  the  two  channels  was  found  to  be  less  than  1% 
using  the  filter  combination  described  above. 

Imaging  studies 

The  system  developed  was  utilized  herein  to  differentially  resolve  fluorescence  probe 
bio-distribution  and  protease  activity.  While  16  animals  have  been  already  imaged  using  the 
single  wavelength  system,  another  9  animals  were  imaged  using  dual  wavelength.  This  is 
achieved  through  the  simultaneous  injection  of  2nmol  of  an  NIR  cathepsin-activatable  probe 
(ProSense,  Visen  Medical,  Woburn,  MA)  and  an  NIR  vascularization  agent  (AngioSense,  Visen 
Medical,  Woburn,  MA)  via  tail  vein  24  hours  prior  to  imaging  of  transgenic  mice  bearing 
developing  tumors.  The  Angiosense  is  essentially  the  same  molecule  as  the  Prosense,  albeit  with 
less  fluorochromes  loaded  to  avoid  quenching.  Therefore  the  probe  is  always  “on”  and  allows  for 
visualization  of  the  biodistribution 
of  ProSense  which  generally 
activates  only  in  the  presence  of 
proteases  (cathepsins).  Figure  6 
demonstrates  FMT  of  a  her2/neu 
mouse  bearing  a  7mm  tumor.  The 
cathepsin-activatable  NIR  probe 
shows  strong  signal  selectivity 
within  the  region  of  the  tumor, 
suggesting  elevated  cathepsin 
activity  at  this  location  (top  row). 

At  the  same  time,  the  images  in  the 
bottom  row  resulted  from  FMT  of 
the  NIR  vascularization  agent  and 
clearly  indicate  increased  probe 
distribution  not  only  within  the 
tumor  but  throughout  the 
surrounding  area,  consistent  with 
increased  tumor  vascularity.  Thus 
inclusion  of  the  fluorescent  in  vivo 
blood  pool  imaging  agent  not  only 
provides  reliable,  non-invasive 
imaging  of  vascularity  but  also 
enables  quantification  of  delivery 
of  both  probes  by  serving  as  an 
internal  control. 

The  dual  wavelength  approach  can  be  particularly  useful  in  instances  where  limited 
fluorescence  activity  is  recorded  from  regions  of  interest.  For  example,  if  low  activity  is  recorded 


Cathepsin-Activatable  Probe 


Figure  6:  FMT  of  mouse  with  7  mm  tumor.  Top  row:  FMT  of 
cathepsin-activatable  NIR  probe  shows  strong  signal  selectively 
within  the  region  of  the  tumor,  indicative  of  increased  cathepsin 
activity  within  the  tumor  and  its  microenvironment.  Bottom  row: 
FMT  of  NIR  vascularization  agent,  showing  increased  probe 
distribution  not  only  throughout  the  tumor  but  also  the  surrounding 
regions,  which  is  consistent  with  increased  tumor  vascularity.  Note 
that  the  measurement  of  activated  cathepsin  probe  is  contained  within 
the  measurement  of  probe  bio-distribution,  as  expected. 
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in  the  ProSense  channel,  the  dual  wavelength  approach  can  readily  identify  if  this  is  due  to  lack 
of  probe  delivery  and  target  accessibility  or  otherwise  if  it  is  due  to  lack  of  enzymatic  activity. 

Figure  7  shows  a  similar  imaging  session  to  the  one  shown  in  Fig.6  from  a  different 
mouse  with  a  tumor  grown  in  the  lower  left  mammary  region  measuring  ~4mm  in  size.  Similarly 
this  MMTVneu  female  mouse  was  injected  with  the  NIR  vascular  contrast  agent  (AngioSense 
750)  and  the  cathepsin 


activatable  (ProSense  680)  smart 
probe  24  hours  prior  to  imaging. 
In  this  example  we  were  again 
able  to  explore  the 
biodistribution  of  the  probe 
through  simultaneous  detection 
of  the  vascular  agent.  The 
AngioSense  signal  may  be  again 
noted  as  extending  far  beyond 
the  region  of  the  tumor  itself 
suggesting  that  an  increase  in 
local  vasculature  has  occurred 
We  have  performed  dual 
wavelength  studies  in  9  animals 
so  far  (figure  8).  These  results 
demonstrate  an  average 
signal/background  ratio  of  2.8 
across  this  specific  group.  Dual 
wavelength  imaging  sessions 
will  continue  in  year  3  to  study 
earlier  disease  stages  as  well  as 
improve  the  statistics,  as  outlined 


Cathepsin  activatable  probe 


Intravascular  Agent 


Figure  7:  FMT  of  mouse  with  4  mm  tumor.  Similarly  to  Fig.6  Top 
row:  FMT  of  cathepsin-activatable  NIR  probe  shows  strong  signal 
selectively  within  the  region  of  the  tumor,  indicative  of  increased 
cathepsin  activity  within  the  tumor  and  its  microenvironment.  Bottom 
row:  FMT  of  NIR  vascularization  agent,  showing  increased  probe 
distribution  not  only  throughout  the  tumor  but  also  the  surrounding 
regions. 


in  the  grant  proposal.  Statistics 
will  be  based  on  the  animals  imaged  in  dual  wavelength  as  this  strategy  allows  for  more  accurate 
observations  since  it  can  differentiate  between  delivery  and  protease  presence.  So  far  we  have 
seen  highly  consistent  results. 


By  establishing  feasibility  to  consistently  image  in  dual  wavelength  mode,  we  have  more 
recently  shifted  our  attention  to  address  each  tumor  in  each  mouse  individually  and  confirm  in- 
vivo  imaging  studies  with  the  underlying  fluorescence  activity  and  histology.  For  instance,  as 
apparent  in  the  reflectance  images  shown  below  (figures  9  and  10),  fluorochrome  concentration 
clearly  varies  across  the  respective  tumor  samples  all  excised  from  the  same  MMTVneu  female 
at  approximately  6  months  of  age.  The  images  were  collected  24  hours  after  2nmol  probe 
administration,  both  AngioSense  680  (vascular  imaging  agent)  and  ProSense  750  (cathepsin- 
activated  smart  probe)  via  tail  vein  injection.  Proceeding  clock- wise  from  the  red  arrow  in  each 
figure  are  tumor  samples  taken  from  the  following  general  anatomical  locations:  right  medial 
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mammary,  left  medial  mammary,  left 
lateral  mammary  (axillary),  lower  right 
mammary  (hip),  right  lateral  mammary 
(axillary),  and  at  center  is  normal  muscle 
tissue  serving  as  a  contrasting  negative 
control  tissue  sample.  These  tumors, 
excised  from  a  retired  breeder  with 
multiple  tumors  demonstrate  a  clear 
heterogeneity  of  tumor  uptake  even  in 
the  same  animal.  Through 
implementation  of  our  dual  imaging 
approach  we  are  now  able  to  address 
whether  variation  in  fluorophore 
concentration  is  merely  a  function  of 
blood/probe  distribution  or  a  reflection 
of  tumor  size.  To  achieve  the  images  of 
Figure  9,  10  we  implemented  a  separate 
fluorescence  imaging  system  under  other 
funding.  In  year  3  we  plan  to  combine 
in-vivo  imaging  findings,  such  as  the 
ones  shown  in  Figures  6,7  with 
individual  assessment  of  ex-vivo  tumor 
signals,  such  as  the  ones  shown  in  Figs 
9,10  before  submitting  for  histo- 

pathology,  in  order  to  further  confirm  the  in-vivo  findings  on  a  tumor  to  tumor  basis. 


Figure  8:  Nine  Mice  imaged  using  dual  wavelength 
parameters.  The  highest  intensity  of  signal  reconstructed 
in  the  ProSense  750nm  channel  normalized  to  background 
levels  has  been  presented  for  each  animal. 


Excitation  Wavelength 
(750  nm) 


Figure  9 


Fluorescence  Emission 
Wavelength  (750  nm) 
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Excitation  Wavelength 
(680  nm) 


m  m  »  m  inn 

Fluorescence  Emission 
Wavelength  (680nm) 


Figure  10 


A2.3  Imaging  parameter  and  algorithmic  optimization 

Recent  work  pertaining  to  our  fluorescence  molecular  tomography  (FMT)  system  has 
concentrated  on  establishing  a  uniform  basis  from  which  to  compute  reconstructions.  This 
allows  for  greater  consistency  between  data  sets,  which  in  turn  enables  easier  and  more  accurate 
analysis  of  the  resulting  images.  We  have  previously  shown  that  by  taking  the  ratio  of  emission 
over  excitation  signals,  information  about  the  noise  in  those  signals  is  obscured,  and  intensity  is 
no  longer  an  appropriate  indicator  of  signal  to  noise  ratio  (SNR).  Because  of  this,  when  using  all 
data  points  to  compute  an  image,  highly  noisy  data  points  may  be  heavily  weighted,  resulting  in 
a  poor  result.  The  previous  solution  to  this  dilemma  was  to  remove  data  pairs  from  the  inverse 
solution  based  on  minimum  signal  thresholds  for  each  of  the  fluorescence  and  excitation  signals. 
Data  pairs  were  then  removed  from  the  reconstruction  algorithm  when  one  or  both  of  the 
received  signals  failed  to  meet  the  minimum  requirements.  While  effective,  this  method  was 
highly  variable,  and  required  a  considerable  amount  of  user  input  in  order  to  operate  effectively. 
This  increased  the  variability  of  the  reconstructions,  not  only  from  one  mouse  to  another,  but 
even  with  regards  to  a  single  mouse  imaged  at  different  times.  As  such,  direct  comparison  of 
such  reconstructions  was  more  challenging. 

To  address  this  issue,  the  approach  we  have  taken  is  to  look  at  the  Bom  ratio  from  a 
statistical  perspective.  We  began  by  constructing  and  experimentally  validating  noise  models  for 
each  of  the  received  signals.  These  were  then  used  to  construct  a  probability  density  for  the 
overall  ratio.  This  allowed  us  to  then  form  a  maximum  likelihood  (ML)  problem,  and  obtain  a 
solution  which  optimally  weights  each  of  the  individual  data  points.  While  certain  minimal 
signal  requirements  are  still  in  place,  these  levels  are  very  low,  and  fixed  from  one  data  set  to 
another.  The  weighting  of  each  remaining  data  pair  is  automatically  determined,  and  requires  no 
user  input.  Starting  from  the  complete  statistical  problem  statement,  we  then  constructed 
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different  inversion  approaches  that  require  no  user  input  and  are  more  reliable  in  handling 
various  amounts  of  signal  and  noise  in  the  data.  The  first  solution,  referred  to  as  the  Full  Fixed 
Point  solution,  formally  obtains  the  complete  maximum  likelihood  ML  solution  using  a  fixed 
point  iteration.  The  Reduced  Fixed  Point  method  eliminates  several  terms  from  the  full  ML 
problem,  enabling  us  to  use  more  efficient  methods  of  solution.  Finally,  the  Weighted  Least 
Squares  method  eliminates  the  need  for  the  fixed  point  iteration,  further  reducing  the 
computation  required.  The  validity  of  each  of  these  statistically  weighted  methods  was  checked 
using  existing  data  sets,  and  compared  against  the  reconstructions  obtained  using  the  existing 
threshold  method.  The  details  of  the  method  have  now  been  submitted  for  publication  as  reported 
in  “Reportable  outcomes”. 

Across  a  wide  range  of  data  sets,  including  phantoms  in  intralipid,  euthanized  mice  with 
implanted  tubes,  and  in-vivo  imaging  sessions,  the  three  inverse  methods  we  have  developed 
show  a  remarkable  consistency,  and  correlate  well  with  previously  obtained  reconstructions.  The 
results  shown  in  Fig.  11  are  from  a  set  of  in-vivo  data  from  the  Her2/neu  mammary  tumor 
mouse-model.  As  can  clearly  be  seen,  the  results  are  extremely  similar  between  each  of  the  four 
reconstruction  methods.  The  advantage  that  these  new  methods  have  is  in  their  automated 
nature.  Rather  than  requiring  multiple  inversions  in  order  to  determine  the  best  threshold  levels, 
our  statistical  methods  need  only  be  run  once.  Importantly,  it  requires  no  user  input  that  makes  it 
a  very  robust  approach  for  quantification  studies  in  multiple  animal  and  imaging  sessions,  such 
as  the  ones  proposed  herein;  yet  the  resulting  answer  is  of  equal  or  better  quality  than  those 
obtained  using  threshold  methods,  and  is  more  consistent  across  multiple  data  sets. 
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Figure  11:  Processing  of  the  same  data  set  (shown  in  Fig. 3)  using  a)  a  user-input  threshold  and  b-c) 
statistically  based  methods  for  optimizing  inversion,  (see  text  for  details). 


Aim  3:  To  translate  animal  study  findings  into  clinically-relevant  detection  schemes. 

Consistent  with  the  time  plan  of  the  proposal  in  the  second  year  we  have  initiated  the 
construction  of  phantoms  that  simulate  the  human  breast,  both  geometrically  and  in  terms  of 
optical  properties  and  we  will  be  performing  feasibility  studies  to  identify  clinical  utility. 


A.3.1  Phantoms  for  Breast  Imaging 

To  develop  breast  models  in  order  to  address  the  goals  of  Aim  3  we  have  researched  two 
manufacturing  methods  for  developing  diffusing  phantoms  that  can  be  fluorescing.  Specifically, 
silicone  rubber  and  polyester  casting  resin  are  used  as  base  materials,  and  silicone  pigments  and 
TiC>2  /  India  Ink  are  added  to  vary  the  optical  properties  (scattering  and  absorption),  respectively. 
Fluorophores  are  then  added  to  the  silicone  and  resin,  if  the  phantom  is  to  be  made  fluorescent, 
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and  solidifying  agents  are  added  to  cure  the  samples.  Currently,  hydrophobic  (IR-780  Iodide) 
and  hydrophilic  (Cy5.5)  fluorophores  have  been  tested  successfully  in  the  silicone  and  resin 
standards,  respectively.  Photograph  of  one  phantoms  constructed  can  be  seen  in  Fig.  12 

Quantification  of  the  phantom’s  optical  properties  has  been  done  using  time -resolved 
methods.  In  short,  a  wavelength  tunable  femto-second  laser  (MaiTai,  Spectra-Physics,  Mountain 
View,  California)  with  a  pulsewidth  of  approximately  100  fs  was  coupled  to  a  scanning 
galvanometer.  The  laser  light  could  be  scanned  in  a  non-contact 
manner  across  a  sample  as  desired.  The  transmitted  light  was 
detected  with  a  Cooke  SensiCamQE  CCD  camera  coupled  with  a 
gated  image  intensifier  (LaVision  Picostar  HR12,  LaVision  GmbH, 

Goettingen,  Germany).  A  high-rate  imager  (Kentech  Instruments 
Ltd.,  Oxfordshire,  England)  and  a  picosecond  delay  unit  (Kentech) 
allowed  acquisition  of  images  with  gate  widths  of  200  ps  with  a 
temporal  step  size  of  25  ps. 

Using  computer  software,  the  images  can  be  analyzed  to 
yield  multiple  photon-profile  curves  as  a  function  of  time  and  radial 
position  from  the  source.  By  fitting  these  curves  with  the  time- 
dependent  diffusion  equation,  the  optical  coefficients  can  be 
obtained  with  high  accuracy.  Thus,  by  varying  the  concentration  of 
one  particle  in  the  sample  while  holding  the  concentration  of  the  other  particle  constant,  a 
relationship  between  the  particle  concentration  and  the  respective  optical  coefficient  can  be 
determined.  These  relationships  were  then  used  for  determining  the  necessary  amount  of  each 
particle  to  add.  An  example  is  shown  below. 

Scattering  Coefficient  vs  White  Paint  Content  in  Silicone 
(Constant  Black  Paint  0.02grams) 
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Figure  13:  Relationship  between  the  mass  of  white  paint  added  to  a  silicone  sample  and  the  scattering  coefficient. 
Typical  human  breast  values  for  the  reducced  scattering  coeeffcient  are  ~10  -  15cm-l. 

Using  such  phantoms,  manufactured  at  appropriate  sizes,  shapes  and  varying  optical  properties, 
it  would  be  possible  in  year  3  to  propagate  findings  from  the  animal  models  to  understanding  the 
feasibility  in  detecting  fluorescence  contrast  in  human  breast  cancer  detection,  from  a 
technological  (sensitivity)  stand  point. 
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Evaluation  of  status  of  achieving  year-2  goals 

We  have  completed  our  year  two  goals,  and  easily  anticipate  completion  of  imaging 
studies  for  the  remaining  MMTVneu  females  by  the  end  of  this  year,  especially  in  regard  to 
imaging  distant  disease,  utilizing  significantly  improved  imaging  methods  and  strategies  as  was 
developed  in  this  second  year.  We  have  so  far  imaged  16  Her2/neu  animals  with  the  single 
wavelength  system  and  9  animals  with  the  dual  wavelength  system.  We  have  also  already  made 
significant  progress  toward  achieving  the  goals  outlined  for  year  3.  Multi- spectral  imaging  and 
improved  FMT  algorithms  further  allow  for  more  accurate  imaging.  In  year  3  we  will  continue  to 
breed  mice  to  achieve  the  necessary  number  of  subjects  and  perform  the  necessary  statistical 
analysis  to  overall  evaluate  the  performance  of  the  technique  as  a  function  of  tumor  size.  We 
fully  anticipate  achieving  our  target  animals  proposed  ahead  of  schedule.  Additionally,  we  have 
already  begun  the  construction  of  phantoms  to  correlate  our  finding  to  the  potential  of  clinical 
applicability. 


Key  Research  Accomplishments 


•  Establishment  of  own  MMTVneu  transgenic  mouse  colony  and  expansion  to 
additional  providers  of  appropriate  animal  models  in  interim. 

•  Diversification  to  orthotopic  implants  of  human  mammary  cell  lines 

•  Development  of  multi-spectral  imaging  analyses  for  improving  the  accuracy  of  the 
observation  and  providing  internal  controls. 

•  Development  of  automatic  -  threshold  statistical  methods  for  inversion  to  eliminate 
user  input  and  thus  standardize  quantification. 

•  Imaging  of  16  animals  in  single  wavelength  and  9  animals  in  dual  wavelength  studies. 

•  Construction  breast-like  phantoms 
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Reportable  Outcomes  Yr  1  &  2 

Journal  Publications  &  Proceedings: 

Ntziachristos  V.  Turner  G,  Dunham  J,  Windsor  S,  Soubret  A,  Ripoll  J  &  Shih  HA,  “Planar  fluorescence 
imaging  using  normalized  data”  J.  Biomed.  Optics  10(6):  064007  (2005). 

Soubret  A,  Ripoll  J,  Ntziachristos  Y  ,  “Accuracy  of  fluorescent  tomography  in  presence  of 
heterogeneities:  Study  of  the  normalized  Born  ratio”,  IEEE  Med.  Imag.  24(10):  1369-1376  (2005). 

Soubret  A,  Windsor  SD,  Turner  GM,  Ripoll  J,  Ntziachristos  V.  “Accuracy  of  fluorescence  tomography  in 
the  presence  of  background  fluorescence,”  in  press,  Phys.  Med.  Biol  2006. 

Hyde  D,  Miller  E,  Brooks  DH,  Ntziachristos  V.  “A  Statistical  Approach  to  Inverting  the  Born  Ratio”, 
submitted  IEEE  Trans.  Med.  Imag. 

Dunham  J,  Soubret  A,  &  Ntziachristos  V.  “Dual  wavelength  fluorescence  molecular  tomography  of 
breast  cancer  in  Her2/ neu  mice”  in  preparation 

Shih  H,  Ntziachristos  V..  “In  vivo  Characterization  of  Her-2/neu  Carcinogenesis  in  Mice  Using 
Fluorescence  Molecular  Tomography”.  Optical  Society  of  America  Topical  Meeting  on  Biomedical  Optics, 
Ft.  Lauderdale,  MI  (2006) 

Windsor  SD,  Shih  HA,  and  Ntziachristos,  V,  “In-vivo  fluorescence  molecular  tomography  of 
mammary  adenocarcinomas  in  transgenic  mice  bearing  an  activated  c-neu  oncogene,”  U.S.  Army 
Era  of  Hope  Conference,  Philadelphia,  PA,  June  2005. 

Windsor  SD,  Shih  HA,  Weissleder  R,  Ntziachristos  V,  “Simultaneous  imaging  of  protease 
expression  and  biodistribution  in  Her-2/neu  mice  using  dual-wavelength  fluorescence  molecular 
tomography,”  Society  of  Molecular  Imaging  Conference,  Cologne,  Germany,  Sept.  2005. 

Presentations: 

Windsor  SD,  “In-vivo  fluorescence  molecular  tomography  of  mammary  adenocarcinomas  in 
transgenic  mice  bearing  an  activated  c-neu  oncogene,”  U.S.  Army  Era  of  Hope  Conference, 
Philadelphia,  PA,  June  09,  2005. 
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Conclusions 


In  year  2  we  achieved  all  proposed  goals  and  met  all  milestones.  In  addition  we  began  our 
transition  toward  more  clinically  relevant  detection  schemes  through  initial  construction  and 
experimentation  with  breast-like  phantoms,  originally  planned  for  year  3.  We  were  able  to 
identify  tumors  as  early  as  2-3mm  and  we  were  able  to  follow  their  growth  as  a  function  of  time, 
which  was  demonstrated  already  in  Year  1.  In  year  3,  we  will  continue  studies  towards 
understanding  the  targeting  ability  and  early  detection  based  on  protease  probes  and  examine  the 
potential  for  clinical  translation.  We  will  further  summarize  all  studies,  in  particular  the  dual 
wavelength  studies,  with  appropriate  statistical  measures  and  prepare  appropriate  publications  on 
the  biomedical  findings  of  this  study. 
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